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Background 

•	Oxidative stress involves damage to DNA/RNA, lipids and proteins. 

•	Clinical conditions: cardiovascular disease, diabetes, cancer, inflammation, aging. 

•	Existing assays (ELISA, colorimetric) are single‑analyte and lack specificity/standardization. 

•	Need: one unified, specific panel of urinary oxidative stress markers.

Results 
 
All six biomarkers showed excellent chromatographic separation and stable retention times. Calibration curves prepared in lyophilized 
urine demonstrated high linearity across the 0–240 ng/mL range, with correlation coefficients consistently above 0.995. The pilot batch 
(P01) calibrators and controls exhibited concentration recoveries close to theoretical values, confirming the robustness of the lyophilization 
process. Chromatograms obtained at the C4 level (120 ng/mL) displayed well-defined peaks and optimal signal-to-noise ratios for all 
analytes, including 2-dG, 8-OHdG, 8-OHGuo, 8-iso-PGF2α, DiY, and 3-NT. Precision studies indicated low variability across calibration 
levels and quality controls, supporting reproducible quantification. Overall, the method enabled reliable, simultaneous measurement of six 
oxidative stress biomarkers in urine with high analytical performance.

Methods 

•	Sample prep: 10 µL urine + 90 µL Reagent A (isotope‑labelled IS),  
no extraction (vortex), direct injection (10 µL). 

•	LC: InfinityLab Poroshell 120 EC‑C18 (2.1 × 50 mm, 1.9 µm),  
7‑min gradient, water/methanol + 0.1% formic acid. 

•	MS/MS: Waters Xevo TQ‑S micro, ESI ±, MRM,  
internal‑standard normalization. 

•	Calibration: 7 levels (0–240 ng/mL) in lyophilized urine;  
3 QC levels to monitor performance.

Conclusions 

•	Robust LC‑MS/MS method for simultaneous 
quantification of six urinary oxidative stress markers 
(OxiStress Urine kit). 

•	Linearity up to 450–500 ng/mL with LOQ down to  
1.5–2.5 ng/mL (11.1 ng/mL for DiY). 

•	Within and between‑run CVs consistently below  
17% across all analytes. 

•	Suitable for standardized multi‑marker panels in 
clinical research and routine laboratories.

Calibration curve on 6 levels and related controls;  
on the right, chromatogram of level C4 for the analyte8-hydroxy 2-deoxyguanosine

Calibration curve on 6 levels  and related controls;  
on the right, chromatogram of level C4 for the analyte8-isoProstaglandin F2α
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A six‑marker LC‑MS/MS panel for comprehensive urinary oxidative stress assessment

Image on the right: Integrated panel of 6 urinary markers covering DNA/RNA, lipid and protein oxidation

Analyte Within-Run CV% Between-Run CV% Linearity (ng/mL) LOQ (ng/mL)

3-Nitrotyrosine 5.1 - 10.7 5.7 - 16.8 1.7 - 450 1.7
2-Deoxyguanosine (2-dG) 4.1 - 6.7 7.8 - 14.5 1.6 - 450 1.6

8-Hydroxy-2’-deoxyguanosine (8-OHdG) 6.7 - 9.3 8.2 - 16.6 1.9 - 500 1.9
8-Hydroxyguanosine (8-OHGuo) 4.9 - 8.1 6.2 - 15.1 1.5 - 500 1.5

 
Dityrosine (DiY) 7.5 - 12.7 8.7 - 15.1 11.1 - 450 11.1

8-epi-Prostaglandin F2α 7.1 - 9.9 6.7 - 14.6 2.5 - 450 2.5

Results - Chromatograms (examples)


